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1. Introduction 
Demands for the nanofabrication of the precision surfaces, which have three- dimensional 
(3D) structures to add specific functions, are continuously increasing. For the 
nanofabrication on machining tools such as an ultra-precision turning, an ultra-precision 
diamond cutting tool is generally employed because of its sharp edge and durability. Figure 
1(a) shows the illustrations of a chip of the diamond cutting tool. The diamond chip is 
mounted on the tip of the cutting tool. Figure 1(b) and (c) show a top view from the rake-
face side and a side view of the chip, respectively. The chip has a certain nose (corner) 
radius R at its edge top as shown in Fig. 1(b). The rake angle, radius of the cutting edge, 
wedge angle and clearance angle are determined as shown in Fig. 1(c). 
In the nanofabrication, a quality of the fabricated surface will be dominated by the accuracy 
of the cutting edge profile. Although the design of the cutting edge profile has some 
tolerances for its shape, the allowed tolerances for ultra-precision machining are so tight that 
the highly-accurate measurement technique would be required for assuring the accuracy of 
the cutting edge profile. 
Moreover, a wear of the tool edge should also be taken into consideration for the 
nanofabrication. Basically, the amount of the wear is very small because the diamond is a 
hard material. However, a slight wear of the tool edge cannot be avoided even though target 
materials are the non-steel alloys; namely, the cutting edge profile could change every short 
periods of the use. The slight change of the cutting edge profile could affect the accuracy of 
the fabricated surfaces. Therefore, the cutting edge profile should be checked periodically. 
Generally, the accurate measurement of the cutting edge profile is a time-consuming task. 
That is why, not only the accuracy but also the easiness of the measurement setting will be 
required for the nanometer-level evaluation of the cutting edge profile. 
Based on such a background described above, in this chapter, the authors describe a method 
to evaluate the nanometer cutting tool edge by using AFM, including not only a 
measurement theory but also experimental setup and some results of the tool edge 
measurement. 
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(a) Bird view 
 
 
(b) Top view (from the race face side) 
 
 
(c) Side view 
Fig. 1. Illustrations of a diamond cutting tool chip 
2. A method for compensation of the AFM tip geometry 
2.1 Cutting edge profile measurement by AFM 
There are several methods to evaluate the cutting edge profile. In most of the cases, scanning 
electron microscopes (SEMs) are used because of its ease. However, the SEMs require 
vacuum chambers and vacuum pumps, resulting in bulky systems. On the other hand, the 
Atomic force microscope (AFM), which will provide a high accuracy and a high resolution 
in both vertical and lateral directions, could be used for the evaluation of the cutting edge 
profile until the measurement system would be set properly (Gao et al., 2006). The compact 
AFM system for the measurement of the cutting edge profile of the diamond tool was 
previously proposed (Gao, 2010). In the system, because of the simplicity, the contact mode 
AFM was selected among several measurement mode of the AFM. A unique method was 
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also proposed to align the AFM probe with the cutting edge of the ultra-precision diamond 
cutting tool. Figure 2 shows a schematic of the cutting edge profile measurement by AFM. In 
the alignment method, a pair of laser beam and photodetector was employed to align tool 
edge and cantilever of the AFM. By using the compact AFM system with the unique 
alignment method, the cutting edge profile could successfully be carried out on-machine. 
The cutting edge profiles measured by the AFM are affected by the tip shape of the AFM 
probe. For nanofabrication, the influence of the shape of the AFM probe would not be 
negligible in some cases. In this section, (a) the influence of the shape of the AFM probe on 
the measured cutting edge profiles, and (b) how to eliminate the influence of the shape of 
the AFM probe will be described. Furthermore, the evaluation method how to (c) measure 
the tip shape of the AFM probe will also be described. 
 
 
Fig. 2. Schematic of the cutting edge profile measurement by AFM 
2.2 Influence of the AFM tip geometry on profile measurement 
When we employ a contact-type sensor to carry out form accuracy measurements, the 
evaluated form data always contain a certain form error caused by the roundness or the tip 
shape of the styluses employed in the measurement setups. In case of the measurement of 
the cutting edge profile with an AFM, the evaluated cutting edge radius includes the 
roundness of the AFM tip. Figure 3 shows schematics of the paths of the AFM tip during the 
scanning over a surface with a step for the imaging. In the contact-mode measurement, AFM 
tip tries to trace the target surface. Basically, the AFM tip traces the target surface accurately 
when scanning over the relatively flat sections. On the other hand, the tip cannot trace the 
target surface accurately when scanning over a step-shaped surface because of its tip radius. 
When the shape of AFM tip is defined as t (x), the reflected tip shape p (x) can be described 
as 
 ݌ሺݔሻ 	ൌ 	െݐ	ሺെݔሻ           (1) 
When the sample surface is defined as f (x), the measured profile g (x) can be described by a 
following equation (Villarrubla, 1997), while the Z-directional servo control of the AFM is 
properly performed. 
  ( ) ( ') ( ' )max
'
g x f x t x x
x
    (2) 
Namely, the series of the coordinate (x, g(x)) can be acquired by searching x’, which gives 
the maximum value of f(x’) – t(x’-x), at each x. As shown in Eq. (2), the acquired image 
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profile g(x) contains the information of the convex-shaped AFM tip t(x). Such a 
phenomenon, in which the measured profile contains a certain influence of the 
measurement stylus, is called as “convolution” often used in the optical imaging. 
Furthermore, the operation reconstructing the original image from the measured image, 
which contains the information of the measurement stylus, is called “deconvolution”. In 
case of the AFM measurement, the deconvolution would be possible if the shape of AFM tip 
t(x) is known in advance, as shown in Fig. 3.  
 
 
Fig. 3. Conceptual illustration of the imaging  
Figure 4 shows a conceptual illustration of the reconstruction of the target surface from the 
measured results. Although the reconstructed surface sometimes does not represent the 
actual surface because there still remains some area where the AFM tip cannot contact, the 
reconstructed surface represents the target surface more accurately. The more precise the 
AFM tip shape is known, the more accurate the target surface profile can be measured. 
Although the discussion shown above was carried by using two-dimensional profiles in 
Figures 3 and 4, the same discussion could be applied to the three-dimensional profiles 
obtained by AFM. It should be noted that the discussion above would be effective if there is 
no damage or wear on the AFM tip during the measurements.  
There are some methods to observe or measure the roundness at the apex of the AFM tip. 
One of the most popular methods is to use scanning electron microscope (SEM). The SEM is 
the primary method to observe the sharp profile such as AFM tips (Bloo et al., 1999), and can 
be used to estimate the size of the tip apex. There are some other techniques to obtaining the 
shapes of tip apex. A tip characterizer, which has well-known shapes on its surface, is also 
used to estimate the AFM tip shape; namely, the shape of the tips will become known if 
there are well known structures to be imaged by the AFM. Moreover, the blind tip 
estimation, which is based on the theory of morphology, is another approach (Villarrubia, 
1994; Dongmo et al., 2000). Because the convex of the image obtained by an AFM could have 
information about the tip, the tip shape can be estimated by correcting the AFM 
information. Furthermore, the implementation of the blind tip estimation has been 
explained in detail (Villarrubia, 1994). Some implementation is available on-line (Nečas & 
Reflected tip shape
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Klapetek, n.d.). That is now modified to be applied to the tip with overhang (Tian et al., 
2008). 
In the following sections, we will discuss (A) the observation of the shape of AFM tip by 
SEM and (B) the estimation of the shape of AFM tip by tip characterizer. 
 
 
Fig. 4. Conceptual illustration of the reconstruction of the surface 
2.3 Observation of the shape of AFM tip by SEM 
Figures 5 show examples of the images of AFM tip and its apex measured by SEM. Figure 
5(a) shows a whole shape of the AFM probe. The AFM probe has a conical-shaped sharp tip 
on the edge of the probe. Figure 5(b) is the magnified image of the same AFM tip shown in 
Figure 5(a). Although the shape of the AFM tip is not clear in the magnified images, the tip 
radius could be estimated around 30 nm from the SEM images. In fact, the AFM tip was said 
to be less than 20 nm in the specification sheet of the AFM probe, which roughly agrees with 
the measured tip radius.  
It is not so difficult to acquire SEM image of the magnified AFM tip. Therefore, the SEM is 
one of the most popular methods among the various ones. However, it should be noted that 
the SEM observation itself could sometimes affect the shape of AFM tip. Figure 5(c) shows 
another SEM image of the same tip shown in Fig. 5(b). The SEM image in Fig. 5(c) was 
captured just a few minutes after the image in Fig. 5(b) was captured. The tip apex seemed 
to become dull from the original shape, which is considered to be due to a discharge or 
contamination on the AFM tip. It is well known that the SEM observation could easily 
damage or contaminate the very sharp tip without enough experiences (Egerton et al., 2004; 
Taniguchi et al., 1997). These results shown in Figs. 5 indicate that the radius of the AFM tip 
described here could be estimated slightly larger than which really was. However, it can be 
said that the SEM is one of common methods to evaluate the shape of AFM tip because of its 
ease. 
Reflected tip shape
p(x)
Surface f(x)
Image 
g(x)
Reconstructed surface
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                     (a) Image of the tip                           (b) Image of the tip apex magnified from (a) 
  
(c) Image of the tip apex re-measured a few minutes after the image (b) was captured 
Fig. 5. SEM images of an AFM-tip, which were taken from the same AFM tip 
2.4 Estimation of the shape of AFM tip by tip characterizer 
Using a tip characterizer, which has well-known profile on its surface, is also used to 
estimate the shape of the AFM tip. A tip characterizer named TGG1, which has a very sharp 
edge, was used as an example. Figure 6 shows a schematic image of the profile on TGG1 
surface. Several triangular steps were fabricated on a silicon wafer with a certain pitch, and 
the angles of each sharp edge were designed to be 70 degrees. Table 1 summarizes a detailed 
specification of TGG1. The radius of the sharp edge was fabricated to be less than 10 nm, 
and the pattern pitch was also controlled to be 3.00 μm with a tolerance of ± 0.05 μm. 
Figure 7 shows a bird view of the profile of the tip characterizer measured by AFM. Figure 8 
shows a cross-section image of the profile of the tip characterizer in Fig. 7, extracted at a 
certain X-axis position. To estimate the tip radius, a circle was fitted on the top of the 
measured profile in Fig. 8 by using least square method. The radius of the fitted circle 
shown in Fig. 8 was slightly less than 30 nm. Actually, the value of the radius of the fitted 
circle could vary from 25 to 30 nm when the fitted region was selected arbitrary. Assuming 
that the edge radius of TGG1 is less than or exactly 10 nm referring to Table 1, the tip radius 
of the AFM probe could be from 15 to 30 nm, according to Eq. (1). On the other hand, the tip 
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radius of the AFM probe should be less than 20 nm if we believe the datasheet of the AFM 
probe. However, considering the stability of the measurement instrument used here, it can 
be said that the AFM tip radius estimated by the tip characterizer roughly agrees with the 
value indicated in the datasheet. 
It should be noted that the definition of edge radius may strongly affect to both the radius in 
datasheet and the radius measured by experiments; here we assume that there is an AFM 
tip, which tip width is 40 nm, with dulled apex shape as shown in Fig. 9. Without any 
attention to the apex shape of the AFM tip, we might determine the tip radius is less than 20 
nm even though the real tip radius of the AFM probe should be less than 20 nm in such a 
case; namely, the apex shape is locally flattened as shown in Fig. 9. Moreover, the region of 
the tip apex could affect to the determination of the tip radius. The definition of cutting edge 
radius will be discussed in the following section. 
 
 
Fig. 6. Schematic of the structure on TGG1 surface 
 
Structure Grating formed on Si wafer 
Pattern type One-dimensional array of triangular steps (in X- or Y-direction) having 
precise linear and angular sizes 
Edge angle 70 degrees 
Edge radius ≤ 10 nm 
Period 3.00 ± 0.05 µm 
Table 1. Specification of the tip characterizer (TGG1) 
 
Fig. 7. Schematic of a tip characterizer “TGG1” 
70 °
3.0 µm
Edge
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Fig. 8. Cross-section image of TGG1 in Fig. 7, at a certain X-axis position 
 
 
Fig. 9. Cross-sectional image of TGG1 in Fig. 5 
3. An evaluation method for cutting edge radius 
The value of the cutting edge radius is one of the most important parameters for the ultra-
precision diamond cutting tool. There are some examples to obtain the cutting edge radius; 
some of them just fit a circle and employ its radius as the cutting edge radius, as shown in 
previous section (see Fig. 5(c)). In most cases, the definition of the cutting edge radius is not 
clear. Although methods shown in previous section will provide us pretty good estimations 
for the cutting edge radius, some concerns will still remain; where does the curvature 
starts?, which part of the curvature should we take as a radius?, and so on. Without a 
suitable method, we cannot define the cutting edge radius in a good repeatability. Therefore, 
many discussions on how to define the edge radius have been done, and some definitions 
have been proposed and utilized so far. In fact, however, we’ll have to choose a proper 
method case by case, while taking both measurement accuracy and repeatability into 
consideration. 
Based on such a background, in this section, the methods on how to handle the data of the 
cutting edge profile will be discussed. Because the cutting edge radius is named as “radius”, 
a circle is usually fitted in many cases. Figure 10 shows a schematic of an ideal cutting edge 
profile. In Fig. 10, the cutting edge radius and edge angle were set to be 40 nm and 90 
degrees, respectively. When the cutting edge radius shown in Fig. 10 is fitted by using the 
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Z
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.1
 m
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Y m/div
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least squares method, the radius should be evaluated to be 40 nm because the applied 
profile was ideal and any noise component was not added onto the profile in Fig. 10. 
However, the situation becomes slightly different when the noise component is added, just 
like as a real case. Figure 11 shows a profile with a noise component. The noise component 
was added to the ideal profile shown in Fig. 10. The noise component is considered to affect 
the curve fitting for the cutting edge radius.  
Therefore, a simulation was carried out to evaluate the influence of the noise component on 
the curve fitting. For the simulation, 100 lines of cutting edge profiles with noise component 
were numerically prepared in a personal computer. The noise components, which have the 
normal distribution with the standard deviation of 2 nm, were generated by using random 
number generator. Then the circle fitting was carried out for numerically prepared each 
cutting edge profile.  
 
 
Fig. 10. An artificial edge profile having edge radius of 40 nm 
 
 
Fig. 11. An artificial edge profile having edge radius of 40 nm with the artificial noise with 
standard deviation of 2 nm 
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When we carry out the circle fitting, a data region for the fitting will also affect the 
calculated cutting edge radius. Therefore, the data region was set to A, B, C, D and E as 
shown in Fig. 11, and the calculated cutting edge radius were compared. 
Table 2 summarizes the average value and the standard deviation of the cutting edge radius 
calculated at each region from A to E for each 100 lines of cutting edge profiles. Focusing on 
the result at region A, we can find out that the average of the calculated radius is about 30 
nm, with standard deviation of about 3 nm. At each region, the average values of the 
calculated radius were smaller than 40 nm, which is the radius of the ideal profile. As can be 
seen in Table 2, the wider data region resulted in larger cutting edge radius. On the other 
hand, results in Table 2 also tell us that the wider data region also resulted in the smaller 
standard deviation of the evaluated radius. 
 
Mark Evaluated radius (nm) Standard deviation (± nm) 
E 15 4.2 
D 22 4.6 
A 30 3.4 
B 35 2.8 
C 38 2.1 
Table 2. Fitted circles size at each region (A, B, C, D and E are shown in Fig. 11) 
In the case of the simulation shown above, the evaluated radius was considered to be 
estimated most properly when the region was selected as slightly larger than region C. 
However, no one can tell how wide we should set the data region in the actual measurement 
condition. If the evaluation range is set to be larger, a scale of the measurement not only 
data size but also measurement setup would become large. Anyway, the most important 
thing here is that the cutting edge radius could be evaluated to be very small or large, on 
purpose. Local disturbance of the profile due to noise components could cause the 
misevaluation. Therefore, the cutting edge radius should be evaluated without intentional 
operations as far as possible. 
By the way, generally, the amount of the noise was defined as one sixth of the noise level of 
the instrument. If the value of standard deviation is determined as σ, about 99 % of the 
whole sample is expected to be included in the range of ± 3σ from the average. Of course, 
this assumption owes to the normal distribution such as Gaussian distribution. It should be 
noted that the resolution in Y-direction was about 4.6 nm due to quantization of the digital 
data, which would affect the results in Table 2. 
There was an effort to define the cutting edge radius from the measured profile (Asai et al., 
1999a; Asai et al., 1999b). A conic curve was fitted to the measurement result and the cutting 
edge radius was evaluated. There is another reason for selecting a conic curve instead of a 
circle; the set of conic curves includes ellipses, parabola and hyperbola. The circles are 
included by the set of ellipses. Therefore, conic curves are more general compared with 
circles. In case of the dulled edges, the profile is likely to be as shown in Fig. 12. In this case, 
an ellipse is considered to be the best choice to describe the tip part of this profile. The 
evaluation by using the circle might take small value compared with the local curvature 
radius of the edge top, depending on the region to be evaluated. Moreover, the status of the 
tool whether it is okay or already broken / worn off is important when we want to know the 
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edge radius. However, it is not shown clearly if we use a circle for the fitting. Although 
there are other definitions proposed in some researches, of course, the edge is considered to 
be one of the regions marked as A and B in Fig. 12, depending on the case. 
 
 
Fig. 12. An example of the blunt edge  
According to the references, the actual operations can be described as follows (Asai et al., 
1999a; Asai et al., 1999b). Figure 13 shows a schematic of a fitted curve function F(x), which 
consists of two lines and one curve. Let (xi, zi) be one of the coordinate of the measured data 
point. The evaluation function ε can be described as follows: 
  21( , , ) ( ( ) )SX TX i ip Q Q F x z
n
    (3) 
where n is a number of the measurement points. If there are two crossing straight lines SO 
and OT as shown in Figure 13, the X- and Y-coordinates (x, y) of the conic curves which are 
tangent to SO and OT at the points S and T, respectively, can be expressed as follows. 
 
),(
),(
),(
ptW
ptX
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  (5) 
while 
    2( , ) (1 ) 2 (1 ) 2 (1 ) (1 )SX OX TX SX OX SXX t p p Q pQ p Q t p Q pQ t p Q           (6) 
    2( , ) (1 ) 2 (1 ) 2 (1 ) (1 )SY OY TY SY OY SYY t p p Q pQ p Q t p Q pQ t p Q           (7) 
 2( , ) 2(1 2 ) 2(1 2 ) (1 )W t p p t p t p       (8) 
where t and p are the parameters. When t = 0 and t = 1, these equations represent the 
coordinate of the position S and T, respectively. If the parameter p is set to 0 < p < 0.5, p = 0.5 
Wear or 
breakage
Ellipse
Blunt edge
A
B
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and 0.5 < p < 1, the fitted conic curve by Eqs. (4)-(8) could be ellipse, parabola and 
hyperbola, respectively. If the parameter p is getting smaller and smaller, a/b, the ratio of the 
major axis a to the minor axis b of the ellipse would be getting larger and larger.  
 
 
Fig. 13. Conceptual illustration of this first fitting 
By using Fig. 13, we will explain how to carry out the fitting. Firstly, select the region to 
include an edge to be evaluated. Then fit the two lines by using the least squares method, 
while considering QSX and QTX, which are the X- coordinates of the Point S and T, 
respectively. QSX and QTX will be set in this order. It should be noted that not only parameter 
p but also the coordinates of points S and T would be varied to search the best fitting. 
Then find parameters p, QSX, QTX which minimize the parameter ε in Eq. (3) so that the best 
set of the parameters p, QSX and QTX, describing the actual profile, could be obtained. For the 
minimization, the following methods could be applied; 
 Multidirectional search method (Sourceforge.net, n.d.) 
 Nelder-Mead method (Sourceforge.net, n.d.) 
 Genetic algorithm (Wall, n.d.) 
After the fitting operations, draw a line which equally divides the angle between lines TO 
and SO as shown in Fig. 13. The curvature radius, at the point where the bisector line and 
the fitted curve, could be determined as one for the cross-sectional profile. However, in 
practice, the minimization algorithms can only find a local minimum and cannot always 
find a global minimum. That is a rule of the numerical minimization processes. Besides, a 
profile sometimes looks as if they do have a dulled edge by accidental noise peaks as shown 
in Fig. 14 (b).  
Fig. 15 shows a histogram of the edge radii, which were calculated by using the previously-
prepared profile data in simulation. Because of these problems, the histogram of the 
evaluation looks like Fig. 15.  
Comparing the result in Fig. 15 with the results in Table 2, it seems that the evaluation by 
fitting a circle looks better because of its small standard deviation. Actually, it is very 
interesting that the evaluation results with circle fitting do not have large deviation even if 
there is a profile as shown in Fig. 14(b). Having a large deviation with the fitting method 
shown above seemed to fits the lines more properly to a raw data. It does not mean that the 
evaluation of the edge radius is not possible at all, though. When we watch the histogram 
shown in Fig. 16 carefully, we can find out a peak around the value to be evaluated (40 nm 
in this case). The value to be obtained is about the peak.  
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There is a clear difference between a profile shown in Fig. 14(a) and (b). Therefore, a certain 
criterion is required to tell which evaluation is an outlier. Figure 16 shows the histogram of 
the edge evaluation as a function of parameter p in Eqs. (4)-(8). The parameter p is the main 
factor of the radius evaluation if the angle bisector is set properly. Therefore, in order to 
correct that there is a lower limit in the edge radius evaluation but not upper limit, the 
practical limit was applied to p. Assuming that the standard deviation of p is σp and the 
average value of p is μp, the lower limit of p can be defined as 
 p > μp – σp (9) 
 
 
(a) A profile 
 
 
(b) A profile looked blunter than the profile in (a). 
Fig. 14. Examples of the pseudo profiles. 
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The evaluation that does not satisfy this limitation will be treated as an outlier. If the 
limitation in Eq. (9) is applied to the histogram shown in Fig. 16, the histogram of edge 
radius evaluation can be re-drawn as shown in Fig. 17. There still seemed to be two peaks 
around 0.040 and 0.065 μm, however, the average of the evaluations is 43 nm, which is 
closer to the actual radius designed above. It should be noted that the limitation from upper 
side like as p < μp + σp could also be required if the histogram of p has peak in upper side of 
the average, although the limitation from lower side is only mentioned above. 
 
 
Fig. 15. Histogram of the edge radius evaluation 
 
 
Fig. 16. Histogram of the edge radius evaluation as a function of fitting parameter p 
 
Fig. 17. Histogram of the edge radius evaluation when p is limited 
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Such tests have been carried out in some cases, while the Edge radius to be evaluated was 
changed from 10 nm to 60 nm. If the radius to be evaluated is smaller than about 30 nm, the 
parameter p in Eqs. (3)-(7) has a possibility of taking a value about 0. However, in this 
evaluation method, if the parameter p takes 0 or 1, it is not possible to evaluate the actual 
radius, because the evaluated radius becomes ∞ or 0, in that case. Therefore, if the fitting 
parameter p becomes 0 or 1, the evaluations were removed from further calculations. The 
evaluations results were summarized as shown in Table 3. The term “preprocess” in Table 3 
means the removal of outliers. It should be noted that the the edge with edge radius of 10 
nm could not be evaluated properly when the point interval is about 4.6 nm, as mentioned 
in the previous section, because there should obviously be a lack of measure point. 
If the parameter p always takes small values, that mean the actual edge is really dulled like 
Fig. 14(a). Therefore, if p is very small, there is a case that the edge should be considered 
separately; namely, only one of the edges A and B in Fig. 12 should be taken into 
consideration depending on the operator’s decision, the region could be reselected to 
include one of two. It is thought that the former evaluation is more sensitive to the wear. 
It should be noted that the X-direction represents vertical direction in the explanations 
shown above. In the case of the instrument mentioned in the previous section, the X and Y 
are exchanged. Therefore, the definition is switched to agree with that from here. 
 
Edge radiusnm 
Evaluation 
(preprocessed) 
nm 
Standard deviation  
(preprocessed) 
nm (±) 
10 - - 
20 20 9 
30 29 10 
40 43 12 
50 48 11 
60 59 10 
Table 3. Evaluations results for each edge radius data (The edge radius to be evaluated is 
changed from 10 nm to 60 nm) 
In practice, the region where the function F(y) is fitted would be found in image to image, 
and line to line. Therefore, the region to be evaluated is selected like as follows, 
automatically. 
At first, obtain the 2nd order of derivative along y of the cross section image. In order to 
obtain the 2nd order of derivative along y, a “2nd order of least squares filter” is utilized 
(Savitzky & Golay, 1964). The phrase “2nd order of least squares filter” means the repeating 
of the quadratic function fitting operations about the yi. Fig. 18 shows the simple 
explanation of the operation. In Fig. 18, a series of the marks “+” is the filtered data, which is 
more likely to preserve the height of the peaks than moving average. To carry out this 
filtering, a moving average type convolute function was selected. 
Figure 19 shows the profile and the obtained 2nd order of derivative. The window was set 
to about 200 nm. From the point where the 2nd order of derivative takes maximum value to 
the point of the half of the maximum value are used as criterion. The lengths (L1 + L1’), and 
points A, E, F and D were defined as shown in Fig. 19. If there are two peaks in the 2nd 
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order of the derivative, that means the edge or the AFM-tip is dulled. In such case, the 
window would be enlarged for the peak of the 2nd of derivative to take one obvious peak at 
first, aiming at the same effect as moving average to flat the sharp peaks. 
 
 
Fig. 18. Least squares filter used in finding the edge 
Therefore, as a result, the lines AB and CD in Fig.19 would be fitted using least squares 
method to the data in the region between point A to point E, and point F to point D. A conic 
curve would be fitted in the region between point A to point B in the condition that the 
fitted conic curve tangent to the two lines, at first. As mentioned above, the point E and F 
would be replaced by the points S and T in the fitting process, respectively. Moreover, the 
line AB and line CD would also be replaced depending on the points S and T, respectively. 
The curvature radius of the cross point of the bisector of two straight lines AB, CD and fitted 
conic curve would be called cutting edge radius, as previously mentioned. 
 
 
Fig. 19. Determination of the length used for the edge radius evaluation 
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4. Experiments 
4.1 Measurement of a tool with nose radius of 0.2 mm 
Some measurements of the diamond cutting tools were performed using a 3D cutting edge 
profile measuring instrument (Gao, 2010). The examples of the measurement results on the 
“real” profile of the cutting tools, in which the influences of the probe shape are eliminated, 
will be described. The measurements of the tools with nose radius of 0.2 mm, and 1.5 µm 
were performed. The results showed the clear edge between the rake face and clearance 
face, which could be used in the evaluation of the profile tolerance and the sharpness.  
 
 
(a) Reconstructed image 
 
 
(b) A cross section 
 
           
(c) Out-of-contour 
Fig. 20. Measurement of a tool having nose radius of 0.2 mm 
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Although the scan range of the PZT stages of AFM used in the measurement setup limits the 
measurable region, it is possible to measure the tool having nose radius of 0.2 mm. Figs. 20 
show examples of the measurement. Figure 20(a) shows a three-dimensional AFM image of 
the measured tool tip profile, and Fig. 20(b) shows its cross section image. The tool tip 
profile was measured five times, and both the averaged profile and non-averaged profile 
were imposed in Fig. 20(b). Figure 20(c) shows out-of-roundness obtained from Fig. 20(b). 
The cutting edge radius was evaluated to be 60 nm with standard deviation of 23 nm in the 
five-time measurement. The reason why the standard deviation became large is the large 
interval of the lines, which might make the evaluation of the local cutting edge radius 
impossible. The region to be evaluated is so small that the nose radius could not be 
evaluated with a repeatability on the order of nanometers (ranging from 0.1878 to 0.1880 
mm / 5 times), and the out-of-roundness seemed to be evaluated with repeatability up to 10 
nm. That is surprisingly good repeatability compared with the result shown above. The Z-
direction positioning is a key to evaluate the tool having large nose radius because the 
movement of the AFM-tip on the sample surface in X-direction could not be easily 
translated to the Z-direction like cross talks in the case of the tools having large noses. 
4.2 Measurement of a tool with very small nose radius 
Measurement a tool with round nose radius of 1.5 µm was performed. Figure 21 shows the 
evaluated cutting edge sharpness for the results of a measurement of a tool with nose radius 
of about 1.5 µm. The sectional profile of the cutting edge top in the Y-Z plane was plotted. In 
Fig. 21, the results of repeated 3 times measurement were imposed. By using the method 
described in the previous section, the edge sharpness was evaluated to be approximately 39 
nm with a standard deviation of 9 nm. It should be noted that the influence of the tip radius 
of the AFM cantilever had not been removed from the result. 
 
 
Fig. 21. Evaluated cutting edge sharpness for the results of a measurement of a tool with 
nose radius of about 1.5 µm.  
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5. Conclusions 
Measurements of the diamond cutting tools were performed using an AFM-based 3D 
cutting edge profile measuring instrument. The cutting edge profiles measured by AFM are 
affected by the shape of AFM probe. For nanofabrication, the influence of the shape of the 
AFM probe would not be negligible in some cases. That is why, in the second section, (a) the 
influence of the shape of the AFM probe on the measured cutting edge profiles, and (b) how 
to eliminate the influence of the shape of the AFM probe were described. Further, the 
evaluation method how to measure the shape of AFM probe and apply the acquired shape 
of the AFM probe to the measured cutting edge profile will also be described. 
The value of the cutting edge radii is one of the most important parameters for the ultra-
precision diamond cutting tool. There are some examples to obtain the cutting edge radii; 
some of them just put a circle and show the evaluated value. In most of the cases, the 
definition of the edge radius is not clear. Without a suitable method, we cannot define the 
edge radii of the cutting tools with a good repeatability. Throughout much discussion on 
how to define the edge radii, some definitions have been proposed and utilized. However, 
we’ll have to choose a proper method case by case, while taking the measurement accuracy 
and the repeatability into consideration. In the third section, the methods how to handle the 
data of the cutting edge profile by the proposed method in the second section was 
discussed. 
Moreover, the measurements of the tools with nose radius of 0.2 mm and 1.5 µm were 
performed. The characteristic defects of the size of about 20 nm could be detected in each 
measurement. The results show the clear edge between the rake face and clearance face, 
which could be used in the evaluation of the profile tolerance or the sharpness. And in the 
cases of the tools with nose radii of micrometers, the repeatability of nose radius evaluation 
and the out-of-contour are good. That is about ±10 nm level. Even in other cases, if only the 
out-of-roundness is concerned, not the radius of the nose, the order of the repeatability is on 
that level. Like them, by using the constructed instrument the evaluation of the cutting edge 
radii and the edge contour encompassing the nose radii and out-of-roundness are possible. 
This instrument was found to be useful for the evaluation of not only the diamond tool but 
also the tactile stylus tip. 
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